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TESTING AND MEASURING EQUIPMENT/ALLOWED SUBCONTRACTING
IEC 60335-2-32, 4th Edition (2002) - A1/2008 - A2/2013
Household and similar electrical appliances – Safety – Part 2-32: Particular requirements for massage appliances

PROVISIONAL

“R”		Required
“S”		May be subcontracted, see OD 2012
“SF”		Specialized Facility, see IECEE 02-2
“W”		Witness testing in the categories “MED” and “MEAS”
“3PPS”		Three Phase Power Supply required

	Clause
	Measurement/testing
	Testing / measuring equipment / material needed
	Subcontracting

	11
	Heating
	Mass of 5 kg evenly distributed over an area of 100 mm x 300 mm
Sheets of thermal insulation (open cell polyether, 300 mm × 100 mm × 15 mm)
Evenly distributed mass of 10 kg
Mass of 90 kg evenly distributed over an area of 200 mm x 300 mm
Roller
Felt (thickness of approximately 25 mm, mass of 4 kg/m2 ± 0,4 kg/m2)
Mass of 90 kg evenly distributed over an area of 300 mm x 300 mm
Mass of 90 kg evenly distributed over an area of 0,5 m x 2 m
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